Thirteen laboratories participated in an interlaboratory study to evaluate the method performance characteristics of a liquid chromatography tandem mass spectrometric method (LC-MS/MS) for marine lipophilic shellfish toxins. Method performance characteristics were evaluated for mussel (Mytilus edulis), oyster (Crassostrea gigas) and cockle (Cerastoderma edule) matrices. The specific toxin analogues tested included okadaic acid (OA), dinophysistoxins-1 and -2 (DTX1,-2), azaspiracids-1, -2 and -3 (AZA1,-2,-3), pectenotoxin-2 (PTX2), yessotoxin (YTX) and 45-OH-yessotoxin (45-OH-YTX). The instrumental technique was developed as an alternative to the still widely applied biological methods (mouse or rat bioassay). Validation was done according to the AOAC harmonised protocol for the design, conduct and interpretation of method-performance studies. Eight different test materials were sent as blind duplicates to the participating laboratories. Twelve laboratories returned results that were accepted to be included in the statistical evaluation. The method precision was expressed as HORRATs. For the individual toxins (except for 45-OH-YTX) HORRATs were found to be ≤ 1. 
Introduction
Okadaic acid (OA), dinophysistoxins (DTXs), yessotoxins (YTXs), azaspiracids (AZAs) and pectenotoxins (PTXs) are some of the most predominant marine lipophilic shellfish toxins produced by dinoflagellates.
Consumption of filter feeding bivalve molluscs such as mussels, oysters and cockles that have fed on toxic dinoflagellates can lead to intoxications.
Diarrhoeic shellfish poisoning (DSP), the human intoxication caused by some of these toxins, is a worldwide problem (Food and Agriculture et al. 2009; Gerssen et al. 2010) . The method includes a sample preparation using 100% methanol as the extraction solvent and a hydrolysis procedure (Mountfort et al. 2001) to convert the OA/DTX-esters to the free OA/DTX toxins. The method prescribes the use of matrix matched standards, both not-hydrolysed and hydrolysed to correct for matrix effects. The method specifies the use of a analytical LC column capable of handling pH 11, for example a Waters X-Bridge C18 (150 mm x 3 mm, 5 µm), for the separation of toxins. For elution, alkaline conditions are used where mobile phase A is water and B is acetonitrile/water (90:10,v/v) and both contain 6.7 mM ammonium hydroxide (pH11). In 2009 a limited pre-validation study was organized involving 4 laboratories from 3 countries. This pre-validation study was conducted to test the method in an inter-laboratiory environment. The analysis procedure included a sample preparation with and without a solid phase extraction (SPE) clean-up for optimal reduction of matrix effects.
The pre-validation study yielded satisfactory results (Gerssen 2010) and gave confidence to undertake a full collaborative exercise in 2010. The concentrations found with and without the SPE procedure were not significantly different from each other in this pre-validation study and therefore it was decided that the SPE procedure would not be included in the inter-laboratiory validation study. 
Study design
The study was designed in accordance with the Collaborative Study
Guidelines of AOAC INTERNATIONAL (AOAC 2002). Twenty laboratories
were invited to take part in this study, of which 14 laboratories confirmed interest in participation. The participants represented countries covering a large part of the European coastline where lipophilic toxins producing algae occur. One organisation from the United States of America (USA) requested to take part in the study and was included as a participant. All participants had experience in analysing lipophilic toxins, some had already implemented the alkaline chromatographic conditions, while other participants were not familiar with these conditions. All laboratories participated in a training phase where they were supplied with sample extracts, a detailed standard operating procedure (SOP) and reporting sheets. The purpose of the training phase was to get experienced with the alkaline conditions as well as to evaluate if the desired limit of quantitation [(LOQ) (<40 µg/kg for OA)] could be met. The materials for the training phase consisted of a matrix matched standard (MMS) series and a set of spiked and naturally contaminated mussel extracts. Feedback from the training phase was used to modify the SOP and reporting sheets.
All laboratories met the LOQ criteria, but one laboratory indicated that it could not participate due to a lack of time. Therefore, 13 of the 14 laboratories were invited to participate in the actual validation study. 
Material and methods

Statistics
The statistical approach to evaluate the results of the study was selected according to internationally accepted guidelines for method evaluation (Horwitz 1995) . The study was based on the principle that participants analysed a set of samples which consists of blind duplicates. The samples were shellfish homogenates containing the marine lipophilic toxins under investigation in this study, at different concentration levels. Quantitative results submitted by participants were used to estimate the average concentrations and standard deviations under repeatability and reproducibility conditions. When participants did not fulfil the criteria (R >0.980 and slope difference <25.0% for the calibration curves) the reported data were considered to be "not valid" and were excluded from statistical evaluation. (18.7 µmol/L, containing approx 0.5% in total of DTX1 isomer impurities) and DTX2 (9.7 µmol/L, containing a trace amount of OA <0.5 %).
The coordinating laboratory purchased ampoules of these pre-release
CRMs for the inter-laboratory study and provided them to the participants.
Incorporating these CRMs made it possible to quantify the toxins in samples against a full calibration curve of the corresponding toxin. At the time of this study these pre-release CRMs were not yet commercially available. A common practice which is applied when no CRM is available for an individual toxin is to quantify the toxin against an available CRM from that specific toxin group (e.g. DTX1 against OA). In order to evaluate the effects of quantifying against the different calibrants the reporting sheets were designed such that quantification was done both against the corresponding individual toxin as well as against the corresponding toxin group representative.
Test materials
For the inter-laboratiory validation study eight toxin-containing shellfish materials were provided to the participants. Beside these toxin-containing samples participants were also provided with two blank materials and two spiked materials making a total of 23 shellfish homogenate samples to be tested in this validation study. Additionally two portions of a pre-release CRM-FDMT1 were included in the sample set sent to participants Homogenates of blank mussels, oysters and cockles were prepared by homogenizing whole flesh tissue with a T25 Ultra Turrax mixer at 24,000 Therefore these matrices were prepared by blending blank oyster or cockle homogenate with contaminated mussel homogenate. The percentage oyster and cockle matrix were kept as high as possible, 75%, 87% and 50% for the two oyster materials and the cockle material, respectively. All materials were included in the study as blind duplicates.
To assess the trueness of the method (expressed as recovery), two blank mussel homogenates were spiked. One mussel homogenate was spiked to a level of 100 µg/kg OA, 48 µg/kg AZA1 and 300 µg/kg YTX and a second mussel homogenate to a level of 100 µg/kg OA and 48 µg/kg AZA1.
Participants were provided with a freeze-dried pre-release reference material (FDMT1, NRC) and specific instructions how to reconstitute prior to extraction. FDMT1 contained a broad spectrum of toxins at the following (preliminary certified) levels expressed as reconstituted wet A blank mussel and a blank oyster material were also included in the test sample set. One of the blank oyster material duplicate samples was marked as "blank oyster" and participants were requested to prepare from this matrix a methanolic extract and spike it at 0.5 × ML (maximum level, as established by EU legislation). This test was intended as a check for possible differences in matrix effects for oyster and mussel extracts that participants used for preparation of the MMS.
Calibration curves
MMS series were used to construct calibration curves. Each participant prepared an extract from a blank mussel homogenate. This blank mussel homogenate was not provided for the study and therefore participants had to obtain their own blank material. The blank methanolic extracts were used to prepare MMS. The MMS series represented 0, 0.125, 0.25, 0.5, 1 and 1.5 times the current ML ( 
LC-MS/MS analysis
The LC-MS/MS method applied was previously described and in-house validated (Gerssen et al. 2009; Gerssen et al. 2010) . The method includes a sample preparation using 100% methanol as the extraction solvent and a hydrolysis procedure (Mountfort et al. 2001) to convert the OA/DTXesters to the free OA/DTX toxins. MMS, both non-hydrolysed and hydrolysed, are included in the method to correct for matrix effects. The method specifies the use of a analytical LC column capable of handling pH 11, for example a Waters X-Bridge C18 (150 mm x 3 mm, 5 µm), for the separation of toxins. For elution, alkaline conditions are used where mobile phase A is water and B is acetonitrile/water (90:10,v/v) and both contain 6.7 mM ammonium hydroxide (pH11). If an alternative analytical column to the one specified had to be used it was required that this alternative column showed a comparable elution order of the toxins as described by Gerssen et al. (2009) . The mass spectrometric settings for ionization as well as fragmentation were optimized at each participant's laboratory. The ionization polarity was prescribed; for OA-group toxins as well as YTX-group toxins negative electrospray ionization (ESI -) should be applied and for AZA-group toxins and PTX2 positive ESI (ESI + ). The injection order of the samples and calibration curves was prescribed as:
MMS, then the sample extracts and then a second injection of the MMS.
The SOP prescribed that sample extracts were injected only once.
Results and discussion
Training phase
In the training phase, the participants were asked to determine the concentrations of the marine lipophilic toxins OA, AZA1, PTX2 and YTX in the provided mussel extracts. Participants were also provided with a ready-prepared MMS series in blank mussel extracts. was accepted for participation in the main study.
For the extract of a naturally contaminated material that contained a wide variety of toxins, indicative calculated HORRATs were all below 1.7.
Therefore, all laboratories that delivered results in the training phase were accepted to participate in the inter-laboratory study.
Inter-laboratiory study.
In total, 13 laboratories provided results for the full inter-laboratiory study that involved the quantitative determination of OA, DTX1, DTX2, AZA1, AZA2, AZA3, PTX2, YTX and 45-OH-YTX in 23 shellfish homogenates and two portions of FDMT1. After initial inspection of all results and verifying whether the participants applied the SOP correctly, one laboratory was excluded owing to misidentified toxins. These misidentifications might be due to changes in the gradient applied (3 x steeper than described in the SOP). It was also noticed that data were missing in the reporting sheets. Because of these observations, all results of this participant were considered to be "not-valid" and were excluded for statistical analysis. Mass spectrometer instruments used by participants included the Applied Biosystems QTrap 3200, 4000, 5500 and the API4000, Waters Quattro Ultima, Quattro Micro and Quattro Premier, Agilent 6460 triple quad and Varian 1200L triple quad. When participants did not fulfil the criteria for the calibration curve to quantify the samples,
i.e. a calibration curve slope difference above 25.0% and/or a correlation below 0.980, the results were considered "not-valid" and were not included in the statistical analysis. Participants had the opportunity to split the samples over two separate series (days), therefore it was possible Additionally, the method performance characteristics were established for the total toxicity of the OA-group toxins and the AZA-group toxins were taken into account for the total toxicity calculations. In instances where (one of) the individual toxin result was considered as "not-valid", the laboratory result for total toxicity was considered to be "not-valid" and not included in the statistical evaluation. When a laboratory had a valid result but was an "outlier" for one of the individual toxins (Cochran or Grubbs test) the result was taken into account for the statistical evaluation of the total toxicity. Results for the total toxicity method performance for the OA-, AZA-and YTX-group are presented in tables 4 -6 respectively.
The HORRATs for the total toxicity (including YTX-group) are all below 1.8.
Based on these findings it was concluded that the method is fit for the intended purpose.
In addition, the results of the study were also utilised to assess the trueness of the method. This was possible since test materials provided to the participants included spiked homogenates and (pre-release) certified reference materials. As an indicator of the trueness of the method, the percentage ratios of the grand mean values obtained in the validation study to the target concentrations of the individual toxins are presented in In which ML is the permitted level for the toxins in µg/kg, The value 1.64 is from a one-tailed t distribution with P=0.05 (infinite number degrees of freedom). The decision limits as obtained from these calculations are presented in table 2. In this study this approach showed that in the event a mass fraction of a toxin in a sample is found at or above the CCα it indicates with a probability of 1-α , or 95% (α =5%), that the sample is above the ML. 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59 can be quantified against either OA or DTX1 with the same precision and trueness, may not be true. This is not a shortcoming of the method but is a consequence of the approach when the individual corresponding calibrant is not available and the closest comparable analogue is used for quantification.
Conclusion
The LC-MS/MS method for the simultaneous determination of the lipophilic toxins OA, DTX1, DTX2, AZA1, AZA2, AZA3, YTX, 45-OH-YTX and PTX2 has been successfully validated in an inter-laboratiory study.
Results of the validation process confirmed its fitness for purpose as a quantitative method, since all HORRATs in the relevant range were found to be ≤ 1.8 (median HORRAT: 0.8). Trueness (expressed as recovery) for OA, AZA and YTX group toxins was found to be within the range of 80 -108% and for PTX2 within the range of 62 -93%. Based on these values for precision and recovery, it was concluded that the method is suitable for official control purposes to quantitatively determine OA/DTXs, AZAs, YTXs and PTX2 in shellfish.
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